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10.00 6.00 7.00 nuw n7'1a -PH

400.0 225.0 mg/L] D'onNn 0'pyin TSS

800 575 mg O2/L 1795 COD

COD>4*BOD 170 mg/L 17'75 BOD

50.0 118.0 mg/L] (TKN) 707177 |j7an

20.00 <10.00 mg/L] " ny

124.00 mg/L] (IC-2)-Cl 117

*n7ann X% mg/L (IC-2) P-> uxo0I9,

60.000 mg/L (IC-2)S04-2 uro710

2am <10 mg/L] 0'9710

yxn ICP-nid>NNn np"o)

0.100 < 0.025 mg/L] ICP-Ag 10> #

25.000 <1.000 mg/L] ICP-Al D7 #

0.100 <0.025 mg/L] ICP-As |0X #

1.500 0.350 mg/L ICP-B jnia #

<0.100 mg/L ICP-Ba nima #

0.500 <0.025 mg/L] ICP-Be nI"7a #

50.900 mg/L] ICP-Ca |T'0#

0.100 <0.025 mg/L] ICP-Cd nilnT7 #

1.000 <0.025 mg/L] ICP-Co vp #

<0.025 mg/L] ICP-Cr nim> #

1.000 <0.025 mg/L] ICP-Cu nwinl #

5.410 mg/L| ICP-Fe 91 #

0.050 <0.025 mg/L] ICP-Hg n'o0> #

40.500 mg/L] ICP-K n7wux #

0.300 < 0.025 mg/L| ICP-Li nirm"7 #

5.870 mg/L] ICP-Mg niI'maan #

1.000 0.090 mg/L] ICP-Mn jain #

0.150 < 0.025 mg/L] ICP-Mo |1a'7mn #

84.800 mg/L] ICP-Na hn #

0.500 < 0.025 mg/L ICP-Ni 71 #

15.000 13.600 mg/L] ICP-P |n1 #

0.500 < 0.025 mg/L] ICP-Pb nowy #

27.900 mg/L] ICP-S nnon #

< 0.025 mg/L] ICP-Sb jin'oix #

0.050 <0.025 mg/L] ICP-Se nin70 #

2.370 mg/L] ICP - (ix) Si np'70 #

2.000 < 0.025 mg/L ICP-Sn 712 #

0.110 mg/L] ICP-Sr nirxanvo #

0.040 mg/L] ICP-Ti ninvo #

0.500 <0.025 mg/L] ICP-V nrr1i #

3.000 0.390 mg/L ICP-Zn yax #
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** NIRXIN NIT ql0 **
NID'N NNVAX

[7Nn D"IX" n2'TA NV'Y n'Ta
7021 nnpnn yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Zn yax #
7021 nnpnn yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Al Dirmi7x #
1 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Sb jin'uix #
7021 nnpnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-As |0 #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-K n7wr #
7021 nnpnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Sn 712 #
7021 nnpnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-B |nia #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Fe 'ma #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Ba nima #
7021 npni yaip 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Be ni'7a #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-S non #
7021 nnpni yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-V nirm #
7021 nnpni yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-P |n1 #
1 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Ti ninu'v #
7021 nnpni yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Ag q0> #
7021 nnpni yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Hg n'20> #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Cr nind #
7021 nnpnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Li ni'm'7 #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Mg pi'man #
7021 nnpnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Mo |12"71n #
7021 nnpnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Mn jan #
7021 npnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Cu nwina #
7021 npnn yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Ni ‘771 #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Na hn #
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-Sr nirvanvo #
1] USEPA SW 846 ICP-AES Method 6010C,3010A ICP-Ca 10 #
1 USEPA SW 846 ICP-AES Method 6010C,3010A ICP - (1x) Si np'70 #
7021 nnpni yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A ICP-Se D170 #
7021 npnin yaup 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A ICP-Pb noiy #
7021 nnpni yaiy| 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A ICP-Cd nr'nyp #
7021 nnpnn yaiy 1,9 USEPA SW 846 ICP-AES Method 6010C,3010A ICP-Co vy #
7021 nnpnn yaip 17,2,9 SM 5210B; 795 BOD|
7021 nnpnn yaiy 17,2,9 MERCK KIT SQ| 775 COD)
7021 nnpnn yaip 9 nuw ng'm -PH
7021 npnn yaiy| 17,29 SM 2540D D'osnIn 0'p¥in TSS
7021 npnn yaiy| 1,9 SM 4500 NorgB] (TKN) 701737 |j7an|
1] SM 4110B; (IC-2)-Cl 7179
1] SM 4110B; (IC-2)S0O4-2 ur9Y710
MERCK KIT SQ| 0'9710
1] USEPA SW 846 ICP-AES Method 6010C,3010A| ICP-nid>nn N0
1] SM 4110B| (IC-2) P-> uxo0I19
7021 nipnn yaiy| 1,9 SM5520 F N1 Ny
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